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Silicon nanowire (SiNW) ﬁeld effect transistor based biosensors have already been proven to be a promising tool
to detect biomolecules. However, themost commonly used fabrication techniques involve expensive Silicon-On-
Insulator (SOI) wafers, E-beam lithography and ion-implantation steps. In the work presented here, a top down
approach to fabricate SiNW junctionless ﬁeld effect biosensors using novel in-situ doped polysilicon is demon-
strated. The p-type polysilicon is grown with an optimum boron concentration that gives a good metal-silicon
electrical contact while maintaining the doping level at a low enough level to provide a good sensitivity for the
biosensor. The silicon nanowires are patterned using standard photolithography and a wet etch method. The
metal contacts aremade frommagnetron sputtered TiWand e-beam evaporation of gold. The passivation of elec-
trodes has been done by sputtered Si3N4 which is patterned by a lift-off process. The characterization of the crit-
ical fabrication steps is done by Secondary Ion Mass Spectroscopy (SIMS) and by statistical analysis of the
measurements made on the width of the SiNWs. The electrical characterization of the SiNW in air is done by
sweeping the back gate voltage while keeping the source drain potential to a constant value and surface charac-
terization is done by applying liquid gate in phosphate buffered saline (PBS) solution. The fabricated SiNWs sen-
sors functionalized with (3-aminopropyl)triethoxysilane (APTES) have demonstrated good sensitivity in
detecting different pH buffer solutions.
© 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND license
(http://creativecommons.org/licenses/by-nc-nd/4.0/).
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1. Introduction
Since the ﬁrst demonstration of silicon nanowires (SiNWs) as bio-
logical ﬁeld effect transistors in 2001 [1], where the detection of small
concentrations of biomolecules down to 10 pM was demonstrated, a
lot of advancements have beenmade in utilizing them as label-free sen-
sors to detect viruses, cancers, DNA etc. [2–5]. This has opened up the
possibility to implement SiNW biosensors in Point-Of-Care (POC) de-
vices, that can play a major role in patient level diagnostics, personal-
ized treatment, drug development, food safety and forensics [6–12]
due to their compact size and small amount of required sample. In
order to achieve this, a simple, low cost, highly reproducible and robust
fabrication technique is needed that is also compatible with the existing
commercial setups used for mass manufacturing of devices.
The bottomup fabrication technique that was originally used to pro-
duce SiNWs biosensors [13] has various limitations that include poor re-
producibility, several inspection steps and slowproduction speed. These
limitations were greatly improved by the implementation of top down
fabrication techniques that use Silicon-On-Insulator (SOI) wafers
[14–23] to fabricate SiNWs biosensors. However, these techniques in-
volved expensivewafers i.e. SOIwafers with a thin device layer of single
crystal silicon and expensive fabrication techniques like electron-beam
and deep ultraviolet lithography. Some research groups have replaced
the single crystal silicon device layer with polysilicon and have used
photolithography instead of e-beam [24–27] to reduce the cost of sub-
strate and the use of expensive equipment. However, no efforts have
beenmade to further simplify the fabrication steps, e.g. the doping tech-
niques of the silicon nanowire, which can also be rather time consuming
and expensive. Steps like these are necessary in order to develop dispos-
able POC devices.
Indeed, most fabrication techniques use differential doping in the
SiNWs, where the source and drain are highly doped to get an ohmic
contact between silicon (Si) and metal. This requires the use of the
ion-implantationmethod, inwhich the dopants are implanted in the re-
quired regions and then driven in the silicon by high temperature an-
nealing. The method is expensive, as not everyone has access to the
required tool, and is also rather difﬁcult to optimize.
In this paper in-situ boron doped polysilicon has been used for the
fabrication of SiNWs biosensors in a junctionless transistor conﬁgura-
tion [28]. The material is rather novel, as very few examples of sensing
have been reported using it, and only on gas sensors [29]. As the
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depletion length of the silicon nanowire is inversely proportional to its
doping concentration, a relatively low doping is needed to make sure
that a 15–20 nm wire can be fully depleted. At the same time though,
a very low doping concentration will give rise to barriers at the contact
betweenmetal and silicon, which is not wanted. Therefore, when using
in-situ doped polysilicon, the doping concentration has to consider both
limitations. A study on this has been done in this paper. In addition, the
photolithography and wet etch patterning of SiNWs used in this paper
make it possible to produce wafers with nanometer sized SiNWs in
both height and width in a batch process. A detailed characterization
of the fabrication process, which includes dopant concentration, wet
etching and contact annealing, is done to ensure high yield and repro-
ducibility of the SiNWs biosensors. The electrical characterization and
liquid gate measurements show the transistor characteristics of these
devices. Finally, the SiNWs have successfully been functionalized with
(3-aminopropyl)triethoxysilane (APTES) and have demonstrated good
sensitivity for pH sensing.
2. Materials and methods
The substrate wafer used for fabrication of silicon nanowires was
4 in., p-type, double sided polished wafer with crystal orientation
〈100〉, sheet resistance of 1–20 Ω-cm and thickness of around 350 μm
supplied by OKMETIC (Finland). To functionalize the SiNWs (3-
aminopropyl)triethoxysilane (APTES) and N,N Diisopropylethylamine
(DIPA) were purchased from SIGMA ALDRICH. The pH buffer solutions
for sensing experiments were prepared in the lab and the pH values
were measured using a pH meter.
2.1. Fabrication of sensor
Step 1: The buried dielectricwas formed on the substrate by growing
a 30 nm thick layer of silicon dioxide (SiO2) at 1100 °C followed by the
deposition of 50 nm thick layer of stoichiometric silicon nitride (Si3N4)
at around 800 °C by using two separate Tempress horizontal furnaces.
Step 2: The SiNW material was deposited on top of the Si3N4 by
growing a 30 nm thick layer of in-situ doped p-type polysilicon with
boron concentration of around 3–5 × 1018 atoms/cm3 by using another
Tempress horizontal furnace. The thickness of the polysilicon was then
reduced to around 20 nmby1min dry oxidation followed by 20min an-
nealing at 1100 °C. The resulting thin SiO2 layer was then removed by
wet etching in Buffered Hydroﬂuoric Acid (BHF).
Step 3: The SiNWs were patterned through a wet etch process.
220 nm of silicon rich Plasma Enhanced Chemical Vapor Deposition
(PECVD) Si3N4 were ﬁrst deposited on the wafer and patterned by pho-
tolithography followed by a 1min dry etch in the Induced Coupled Plas-
ma (ICP) etchmachine supplied by STS and a 5minwet etch inBHF. This
patterned Si3N4 with dimensions of length × width = 70 μm × 2 μm,
length × width = 120 μm × 2 μm, length × width = 70 μm × 5 μm
and length×width=120 μm×5 μmwasused as an etchmask for etch-
ing polysilicon in potassium hydroxide (KOH) solution heated at 20–
25 °C. The SiNWs were formed by underetching the polysilicon with
the Si3N4 mask for 15–20 min to achieve a width of around 150–
300 nm for the 2 μm wide mask and 2–3 μm for the 5 μm mask. The
mask was then removed by etching it in BHF solution for 8 min.
Step 4: An oxidewas deposited and patterned on top of the SiNWs to
enable liquid gate measurements and avoid current leakages from
SiNW. For this purpose, a 5 nm thick layer of aluminum oxide (Al2O3)
was deposited by the Atomic Layer Deposition (ALD) technique and
was patterned by using photoresist as mask with the same pattern as
for the PECVD Si3N4. The patterning was done by wet etching in BHF
for 15 s.
Step 5: Wiring and metal contacts for the SiNWs were formed. To
achieve this, 150 nm magnetron sputtered Titanium-Tungsten (TiW)
and 150 nm e-beam evaporated Gold (Au) were deposited sequentially
and patterned by a lift-off process. To improve the polysilicon contact
with the metal an annealing step was done in nitrogen (N2) ﬂow at
350 C̊ for 1 h.
Step 6: Finally, the passivation of the electrodes was done by
sputtering 200 nm of Si3N4 and patterning it by a lift-process. The pas-
sivation properties of the Si3N4 were improved by annealing the wafer
at 450 °C for 30 min.
The schematic diagram of all the fabrication steps is shown in Fig. 1.
2.2. Secondary ions mass spectroscopy (SIMS)
To estimate the concentration of boron dopants in the deposited
polysilicon secondary ion mass spectroscopy (SIMS) was done on a
test wafer with a 50 nm thick polysilicon layer soon after deposition.
2.3. Underetching
After the underetching of polysilicon for the patterning of the SiNWs
and the removal of the Si3N4mask thewidth of the resulting SiNWswas
measured in order to evaluate theuniformity of thewet etchingprocess.
Themeasurementsweremade by using a scanning electronmicroscope
(SEM) Supra VP 40 supplied by Zeiss.
2.4. Contact annealing
To improve the contact of polysilicon with the metal electrodes and
the stability of the resistance of the SiNWs an annealing stepwas carried
out at 350 °C for 1 h. Two probe measurements were done on all the
chips in order to measure the resistance through the SiNWs before
and after the annealing step and quantify the improvement of the con-
tact properties. The resistancewasmeasured between the bonding pads
connecting the nanowires to the outside world. Fig. 2 shows the image
of one of the sensor devices, indicating the positions of the probes for
one of the nanowires on the device.
2.5. Electrical characterization
To study the ﬁeld effect behavior of the SiNW sensor, electrical char-
acterization measurements in air were performed. The measurement
setup consisted of two Keithley 2400 source meters that were connect-
ed to a PC through a National Instruments GBIP cable and were con-
trolled by a LabVIEW program. In one characterization step the
source-drain voltage (VDS) was kept constant at 300 mV while the
back gate voltage (VGS) was swept from −8 V to +8 V. As a second
characterization step the ohmic behavior of the SiNW was also tested
Fig. 1. Schematic images of the fabrication steps for the SiNW biosensor.
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by measuring the source-drain current (IDS) vs (VDS) at different back
gate voltages. The schematic diagram of the electrical characterization
setup is shown in Fig. 3.
Themobility constant and active dopant concentrationwere extract-
ed using these electrical measurements.
2.6. Liquid gate characterization
To evaluate the performance of the SiNWs in liquids, which is neces-
sary in order to use them as biosensors, liquid gate characterizationwas
done by inserting the chip in a PMMA holder with a PDMS gasket which
had an opening for insertion of liquid and a liquid gate electrode (a plat-
inum wire). The platinum wire was fastened on top of the holder and
200 μl of phosphate buffer saline (PBS) solution was added on top of
the chip until the holder was ﬁlled. The same measurement setup de-
scribed in section 3.5 was also used for liquid gate characterization by
switching the back gate with the liquid gate. Fig. 4 shows the schematic
diagram of the setup.
2.7. pH sensing
The change of the SiNW resistance due to changes in the pH of the
solution was monitored, in order to establish the sensing potential of
the SiNWs. The Al2O3 on top of the nanowires was ﬁrst functionalized
using APTES. This was carried out by ﬁrst washing the chips in absolute
ethanol and drying them in a N2 ﬂow followed by oxygen plasma expo-
sure for 2min to activate the surface of the oxide with\\OH terminated
groups. The chips were then placed in a desiccator with N2 ﬂow, which
was then placed on a hotplate at 60 °C. Two containers with 200 μl of
APTES and 50 μl of DIPA were placed next to the chips in the desiccator.
After 1 h of incubation the temperature of the hotplate was increased to
110 °C for 5 min. Fig. 5 shows the schematic diagram of the
functionalization steps.
Five pH buffer solutions were prepared with values of 2.98, 4, 7.4,
9.21 and 10 as measured by a pH meter. After adding the buffer solu-
tions to the functionalized chips themeasurementsweremade by keep-
ing the liquid gate at a potential of 0 V and the source-drain voltage
(VDS) at 300 mV while recording the source-drain current. The current
was measured continuously over a period of 2 s (14 measurement
points). The chip was washed with MilliQ water for 3 times with a pi-
pette after a measurementwith each buffer solution. In a second exper-
iment, shorter (15 μm) and slightly narrower nanowires were tested
with three pH solutions (4, 7 and 10). Here 1070 measurement points
were obtained for 150 s before switching the pH solution. The gate volt-
age was set to 0 V.
3. Results & discussion
3.1. Secondary ions mass spectroscopy (SIMS)
One of the SIMS measurements made on the test wafer is shown in
Fig. 6. The boron dopant concentration is found to be around
5 × 1018 atoms/cm3. The increase in the dopant concentration at the
bottom of the polysilicon layer is due to the fact that in the recipe of
the furnace diborane (B2H6) gas, which is responsible for the induction
of boron dopants in the polysilicon, is releasedﬁrst and the silane (SiH4)
gas which is decomposed in the furnace to deposit polysilicon on the
substrate is released later. This results in the high dopant concentration
of boron in the beginning which gets stabilized to the value of
5 × 1018 atoms/cm3 as we move closer to the surface. This level of dop-
ant concentration in polysilicon can provide better ohmic contact with
metal [28,30]. The other spike which is close to the surface of the
polysilicon is an artifact caused by the equipment, as it takes some
time for it to give stable measurements.
To further conﬁrm the suitability of this doping concentration we
measured the current through the nanowire using an alternating
Fig. 2. Image of one of the sensor devices. The shown positions for the probes reﬂect
measurement on one of the four nanowires on the chip. The position of the probes was
changed accordingly to measure the resistance of the remaining nanowires.
Fig. 3. Schematic diagram of the electrical setup used for electrical characterization of
SiNW.
Fig. 4. Schematic diagram of the electrical setup used for liquid gate characterization of
SiNW.
Fig. 5. Schematic diagram of the functionalization steps with APTES. After cleaning with
ethanol and activating in oxygen plasma for 2 min, the oxide surface is now terminated
with OH groups that are able to bind to the silane (APTES) in a subsequent step done at
an elevated temperature in a nitrogen atmosphere.
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voltage source, and noted the phase shift between voltage and current.
This was done for three different gas ﬂows during deposition of the
boron doped polysilicon. We conﬁrmed that the ﬂow used to provide
the measured doping concentration resulted in no phase change,
which indicates an ohmic contact. Smaller gas ﬂows resulted in large
phase change or no current ﬂow at all.
3.2. Underetching
Fig. 7 shows SEM images of one of the SiNWs after removing the
Si3N4 mask. Images like this were used for the width measurements.
They also show that the nanowires do not have a homogeneous width
along their length.
The width of all SiNWs on one wafer was measured to establish the
reproducibility and uniformity of the KOH etch process forming the
nanowires. The histogram of Fig. 8 shows the width distribution for
the nanowires formed using the 2 μm wide mask for two different
batches fabricated with a year in between by two different users.
It is clear from Fig. 8 that there are great differences in the obtained
widths of the nanowires, not only between different wafer batches, but
also within the wafer itself. The latter is rather unexpected, as wet etch
processes tend to be rather homogeneous. However, it was observed
that the SiNWs in the center of thewafer were etched slower compared
to the ones in the edges. This can relate the observed non-uniformity of
the SiNW widths to the dimensions of the Si3N4 mask used to create
them. As the Si3N4 mask is made by dry etching, which is known to be
non-uniform by as much as 20%, it is very likely that it is the differences
in the dimensions of the mask that are largely responsible for the
observed spreading in the SiNW widths. Regarding the batch to batch
differences, the inhomogeneity there can be explained by considering
the form of the KOH bath, which is warmed by a heating element at
the edges of the bath and stirred with ﬂow from the bottom of the
tank. This can lead in concentration and temperature gradients that
can explain some of the non-uniformity. Moreover, the bath is changed
once every three months, and the etch rate is dependent on bath age
and usage.
As the above parameters are not easily controlled, the wires are
etched for a standard 12 min and checked in an optical microscope.
After this step subsequent etches are done for 2 min at a time until
the required width is reached. This can of course further lead to repro-
ducibility issues, as it is up to the user to decide whether or not to
stop the etching or continue it. Other underetching options that are
less user-dependent exist, for example using dry etching techniques.
3.3. Contact annealing
The results of the two probe resistance measurements made before
and after annealing on all the SiNWs are shown in Fig. 9.
From the measurements it is clear that the contact between
polysilicon and gold electrodes has been greatly improved after anneal-
ing. It was also observed during the measurements that the resistance
values were not stable before annealing due to loose contact between
polysilicon and gold, but this improved after the annealing of the con-
tacts. A possible explanation is that at higher temperatures the TiW
forms ternary silicide by reactingwith Siwhich improves the contact re-
sistance and stabilizes the electrical connection [31]. At the same time
Fig. 6. Dopant distribution within the in-situ doped polysilicon as measured by SIMS (on
x-axis 0 is the top surface of the polysilicon and 50 is the bottom).
Fig. 7. SEM image of the 370 nmwide SiNW (a) With source-drain and side gate (b) zoomed in image.
Fig. 8. Histogram of the width measurements of SiNW with 2 μm Si3N4 mask for two
different wafer batches.
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TiW also acts as a barrier between Au and Si. When TiW is not present
precipitation of Si [32,33] occurs which causes disconnection between
source and drain.
3.4. Electrical characterization
Fig. 10 shows the source-drain current (IDS) measured against
backgate voltage sweep when the source-drain voltage (VDS) was kept
Fig. 10. The change in source-drain current (IDS) in a SiNW with dimension
length × width × thickness = 70 μm × 0.4 μm × 0.2 μm when sweeping the back gate
voltage from−8 V to +8 V while keeping the source-drain voltage (VDS) at 300 mV.
Fig. 11. The source-drain current (IDS) as a function of source-drain voltage (VDS) at different back gate potentials (VBG).
Fig. 12. Source-drain current (IDS) response of SiNWby sweeping liquid gate voltage (VLG)
in PBS solution.
Fig. 9. The resistance of the SiNWs before and after annealing. It is clear that the contact after annealing is signiﬁcantly improved.
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at a constant value of 300 mV. This measurement was done in air with
the purpose of showing that the devices have a transistor behavior,
don't exhibit leakage and are able to be fully depleted.
The full depletion in the SiNW is achieved at around5V,whereas the
subthreshold regime is reached at around 3 V. Using the slope of the lin-
ear part of the curve in Fig. 10 the mobility constant was calculated by
using the formula
μp ¼
L  α
C0VDSW
where μp is themobility constant, L is the length of SiNW,W is thewidth
of SiNW, α is the slope of the curve, and VDS is the source-drain voltage.
Themobility value was found to be 3.594 cm2/Vs and using this value in
the equation below the active dopant concentration was found to be
7.55 × 1017 atoms/cm3.
p0¼
KL
WμpqtVDS
where p0 is the dopant concentration, Kis the source drain current at 0 V
back gate voltage, VDS is the source drain voltage, t is the thickness, q is
the electric charge, L is the length and W is the width of the SiNW.
The calculated values for the doping concentration are a bit smaller
than what was found by the SIMS measurements. However, one should
consider that the nanowires used for the characterization aremade after
a 1min oxidation at 1100 °C to reduce their height,whichwill inevitably
also have an effect on the concentration of dopants. It is therefore ex-
pected that the calculated doping concentration is smaller than the
one measured by SIMS.
Fig. 13. (a) Change in source-drain current (IDS) at different pH buffer solutions for a 400 nm wide nanowire at three different gate voltages. As the gate voltage approaches the full
depletion value, the current is around the noise level and the measurements are not reliable. (b) Change in source-drain current at different pH buffer solutions for a 300 nm wide
nanowire with an 8 times shorter length than in (a). The current is one order of magnitude higher.
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Furthermore the calculated mobility value is found to be quite close
to the ones already reported for polycrystalline silicon with the above
mentioned level of dopant concentration [34,35].
The voltage controlled resistance measurements are shown in Fig.
11. From the results it is observed that the external gate has a bigger in-
ﬂuence on the resistance of the SiNW. The saturation is achieved in the
negative source-drain voltage which is due to the fact that the surface
potential at the source end is smaller than that at the drain end,whereas
the gate potential is the same all over the SiNW. This potential differ-
ence between gate and source is greater than the difference between
gate and drain andmakes the electric ﬁeld larger at the source end com-
pared to the drain [36].
3.5. Liquid gate characterization
The purpose of the liquid gate characterizationwas to verify that the
dielectric properties of Al2O3 are stable enough to avoid any current
leakage from the SiNW into the liquid and to check if the SiNW can
still be depleted by applying a liquid gate. Fig. 12 shows that the SiNW
canbe fully depleted at a liquid gate voltage of around0.25V.No current
leakage was observed during the liquid gate sweep, which proves the
stability of Al2O3 as a dielectric for this sensor. We note that if the
SiNW is protected only by the native oxide growing on it, then there is
leakage through the native oxide to the liquid even at very small liquid
gate voltages.
The fact that the nanowire can be depleted at such a low voltage
means that its use in a POC device is possible, as these are usually bat-
tery operated. We note, however, that the current through the nano-
wire is only a few nA, which means that good ampliﬁers are needed to
get a good readout signal, although this current value can be increased
by as much as a factor of 15 by reducing the nanowire length.
3.6. pH sensing
To prove that the in situ doped polysilicon SiNWs can be used as bio-
sensors, a pH sensing experiment was conducted with APTES function-
alized SiNW. Fig. 13(a) shows the current through a single SiNW at ﬁve
pH buffer solutions. The response of the SiNW is in accordance to the ex-
pectations because at pH values less than 7, positive charges are the
dominant charges in the solution and they inﬂuence the p-type SiNW
by repelling the charge carriers in the SiNW, i.e. the SiNW resistance in-
creases. The lower the pH value the higher the resistance and the small-
er the current. Above pH 7 the negative charges are dominant and
therefore the resistance decreases with a current increase as a result.
The response of the SiNWs is linear in the range of tested pH values
which is also in accordance to the already reported works [1,16,37–39].
The SiNW in Fig. 13(a) shows a change of 0.049 nA/pH, which corre-
sponds to 0.16 nS/pH. Previous works have shown a larger response,
but on considerably shorter and narrower nanowires. The fact that the
nanowires in this work are relatively wide and long is certainly not an
advantage in terms of biosensing, but the results show that even such
wires are able to perform satisfactorily. We note that when slightly
changing the gate voltage the sensitivity increases slightly to 0.19 nS/
pH. This is most likely due to the nanowire being closer to the sub-
threshold regime for this gate voltage, as established in [37]. In a recent
preliminary experiment, eight times shorter but only slightly narrower
nanowires were used to determine the sensitivity in pH (Fig. 13(b)).
The results show indeed an eight times larger current passing through
the nanowires and a much increased sensitivity to pH, which at
3.1 nS/pH is extremely close to the 5 nS/pH reported in e.g. [39] for an
e-beam fabricated single crystalline silicon nanowire. However, more
experiments are underway to conﬁrm this result.
The experiment of Fig. 13(a)was repeatedwith a different nanowire
from the same batch, immediately after APTES functionalization (mea-
surement 1) and a week after (measurement 2), with the nanowire
left in air at room temperature between measurements. As can be
seen in Fig. 14, the pH response was linear immediately after
functionalization (with a response of 0.12 nA/pH or 0.4 nS/pH), exactly
like in Fig. 13, but became exponential after a week.
The nanowire response aweek after functionalization resembles the
response observed from a non-functionalized nanowire (as seen in [1]).
Considering that APTES is not particularly stable in air, it is logical to as-
sume that the functionalization was simply removed during measure-
ment 2 and the response measured was that of a non-functionalized
wire, as reported in [1]. This creates a few issues regarding the stability
of the sensor under ambient conditions, and more investigations need
to be done in order to ensure that the functionalization layer is not re-
movedwhen the sensor is stored. However, APTES is known to be stable
when the nanowire chips are stored either in a nitrogen atmosphere or
simply immersed in ethanol. We are in the process of evaluating these
methods.
4. Conclusion
A novel fabrication technique for low-cost and robust fabrication of
SiNWs biosensors by using in-situ boron doped polysilicon in a
junctionless setup has been developed which involves standard UV
photolithography and wet KOH etch to pattern SiNWs. The characteri-
zation of the fabrication process has shown that the process has a high
yield and reproducibility. The electrical characterization and liquidmea-
surements have shown that the electrical properties of the SiNWs sen-
sors are comparable to the already demonstrated sensors. The
successful detection of different pH buffer solutions with APTES func-
tionalized SiNWs shows that the sensor has a potential to be used in a
POC setup for the detection of biomolecules, if the issueswith the stabil-
ity of the functionalization layer are resolved.
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